[In-line-filtration of erythrocyte concentrates using the Sepacell Integra System].
Using the Sepacell Integra System for in-line filtration of red cell concentrates in additive solution the leukocyte depletion was efficient enough to keep leukocyte contamination below the critical immunogenic load for leukocytes (CILL). The data indicate improved storage conditions, made evident by significantly lower cell damage.